CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

A

I hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number
D050 f#ﬁ) maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.4.3
fora 0.080AC solution are 0.070AC to 0.090AC.

Date: t{ﬁ/:/zfﬂs_ Call_p. 079 AC Cal2 p0.0fD ol

Date: N Gal:l AC (Cal?2 AC
Date: A/A- Cal 1 AC (Cal2 __AC
Between the dates of A A and AS A

the instrument was operating properly and accurately,

The instrument was taken out of service for repair on 5/ /05~
The instrument was returned to service on G/ 7/05

%,Kgﬂ{ﬁ

[rene Doran

(e /E/0T

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this & , day of

s 14 We rZD_Qj:.

i AL P

Notary Public

fied in A AC. R9-14-404 A0

Fursuant to section 28-1327, Arizona Revised Statutes, this document IS a certifisd duplicate of the
information eentained in computer storage devices of the Tueson Polics Department.
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THIS REFORT PREDREED PURSUANT TO DUOT¥
A.A.C. B9-14-404ta)

IHMPOSED BY

0

=

1
1

ARTZONA DEPARTMENT OF HEA

TH BSERVIC

STANDARD QUALITY ASSURANCE PROCEDURES &ih
INTOXTILYZER MODEL 5000%

m
L

T4 #e
ice: QA SPECIALIST 7 réne DG"E’?;’I %_5’3(
_ ; (Brint Name)
INTOXILYZER SERIAL § GY~002505 (#7/) LOCATION £ /975
DATE Sl 7 ﬁb‘?ﬁ?ﬂi TIME OFRO

. Display reaads “READY TO START" oz HEUSH BUTTON: TO START

AGENCY Tuczon Po

TEST M
DIAGNOSTIC TESTS
Bl DVM Test check. Setting should be betwssn .200 and
600. Mods selection switch §2 gfa, 81 and 83 off or
keybeard menu salection “H". Reading is 30 3
T Display Test check. Mode selecrtign switeh S1 op and 52
and 53 off or keyboard menu sslection "V~
hel Printer Test check. Mode selection switch 51, ‘52, 53
9ff or kevboard menu selection “p~
p/f/ Clock time check. Mode sslection switeh S10 on or
keyboard menu salectinn “gE¢.
" Date check. Mode selection switch S11 an or keyboard
elec

Eigng MRS

QPERATLONAL TESTS
v Alcohol free subject Test result 0. Q00O AC
Error recognition logic system Functioning

invalid test printed

Vf/ Eroper sample recognition systam
Invalid sample printed
Deficient sample printed _~

H/iA Completeness of sample purge with collection tube*w*
/ _Calibration standard 0. kD Ac
Results: 0. O0794c o 0. 050AC.
Instrument operating properly and accurately. YES L7 N0

COMMENTS:

Pl |
SIGNATURE W\L’—/&-GJLM_
e

0. N/a =alcohol concentration standard collectsd for subssguent
analysis. **

*WITHE OR WITHOOT VAPOR BECIRCULATION AND WITH OR WITHEOUT KEYBOARD
**THIS STEP 15 ONLY REQUIKED IF THIS DEVICE 1S BEING TUSED FOR
SAMPLE CAPTURE,

DHS/MDSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Stanutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department,
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Pursuant to section 28-1327, Arizona Revised Stafures

storage devices of the Tucson Police Department,

, this document is a certified duglicate of the information contained in computer
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Pursuam to section 28-1327, Arizona Revised Statutes, this document is a certfed duplicate of the information contained in computer

storage deviess of the Tucson Police Department.
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Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicare of the information contained in compuier
storage devices of the Tucson Polics Depariment.




EXHIBIT P 5 b

THIS REPORT PREPARED PURSUANT TC DUTY IMPOSED BY S e
ALALC. RO-14-4041{R)
ARIZONDN: DEPARTMENT 'OF HEALTH SERVICES
STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+
STANDARD CALTIBRATION CHECK PROCEDURE 4&
Rgency Tucson Police Department Date @/?/ﬁ_{n Tims (97&1&
Intoxilyzer Serial # :"}ﬁ?-—{.’g}ﬂf}’ {’#H\} Location L AAB
0k Specialist Lyeneg D{)r:/i‘ﬂ ##.ifg:g/
{Print Mams)
| V/} 1. Pour a standard alceohol solution of known valus into &
sl2an dry simulater jar and assemble the simulator:
Insure that a Ttight seal has been made.
v/ Standard walue: 0.080 Ac
{ ) 2. Turm gon the simulator and allgw the tempoersturs to
reach 349C+.2°9C.
{ ) 3. B2t Intexlilyrzer meds sslection in the ACA mode by

switching mode selection switch #9 on or selectin il
on keyhoard menu.
- Attach simulator o the simulator entrance port on the
Intoxilyzer.
Intoxilyzer 5000 display reads “READY TO START" or
“PUOSH BUTTON":

S

{+/;{ 6. Push Srart Test butiton or prass after on kKevboard.
(v «f 7. TInsert card in response to display.
(Yo 8&. Rir blank completed.
f 9. alibratian check completed.
Test results 0.H7G o O.05D AC
ﬁV'“r; 10:. Air blank completed.
{ ¥ ¥ 11, When display reads Test Complete remove evidence card.

Attach the card te the completed checklist.
[ L) 1Z. Return mode selection switech #9 to off position afcer

2dl calibration checks dare complste orf type Q and snter
on_keyboard.

SIGNATURE ﬁﬂ’»_.? _ﬂa(qﬂ%d,d'-w
- A

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITHE OR WITHOUT EKEYBOARD

DHS/DSLE/Form CI16 [Rev. 7-83)

Pursuant ta section 28-1327, Arizona Revised Statutes, this document is a certified duplicats of the information contained in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Adzona Revised Statutes, this document is a cenified duplicate o

storage devices of the Tucson Police Deparment
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L A
TUCSON POLICE DEPARTMENT
CRIME LABORATORY

A INTOXILYZER SERVICE RECORD

A

QAS: Lrene Doran o33/

Intoxilyzer Serial Number: O¥—poRSIS 4 L

Date Returned to Setvice: é)f!?/ﬂC

Pursuant 1o section 28-1327, Arrona Revissd Statutes, this document is'2 certified duplicats of the information contained In
computer storage devices of the Tueson Police Department,




MEMORANDUM

DATE: May 13, 2005

TO: Applied Electronics FROM: Jennifer L. Coombs "
448 Grand Avenue Tucson Police Department
Eagle, CO 81631 Crime Laboratory

270 8. Stone Avenue
Tucson. AZ 85701-1917

SUBJECT: Intoxilyzer 5000 Maintenance and Repair

Enclosed is Intoxilyzer 64-002505 (#11).

Reason: The DVM is fluctuating in the DVM mode and a Processor Error 4 was displaved
during the diagnostic check.

Please repair.

Pursuant to section 28-1327, Arizona Revised Statites, this document is o certified duplicate of the information contained in computer storage
devices of the Tucson Police Department.
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STATIMENT i GSERVICE WARRANTY

Applied Electronics werranks thal any congonant having been
replaced,; to be free of defacts in matorial and workmanship

for a pericd of 9p days from dalbe of dolivery to its customer,
This warranty is limitad Fa only componerts Fhat have been
replaced during tho risair of Fone prodac . Applied Electronics
obligation is Limikedg '-n Toepadlrrog o r2rlacing as we may elagt
cof any component cowvoad under IHonerve e warcantw.

Any parts or componen! s considerad save oo g by this warranty
shall be returned [rerght propiid 1o Avblied Electronies.
Heturn freight shal; biz paid By Applier Electronics,

This warrnaty may be voided | the produet has bean adversely
effected aor tampered with in ANY A

This service WwALrranly is soparabe [rom the
warranty. In no event shall Applied
any loss or damages a1 ising el oo
or workmanship,

Ooriginal manufacturers
Electronics be liable for
‘Y swth defective component

. N i S
Pursuant to-section 28.1327, ﬁ.r}zuna F.wl!
Swtutz.;.t I:iI:is document is a certified duplicate of
the mfermation mmaim:d‘in compuier Hlumge
devices of the Tucson Police Department.




CERTIFICATE OF
CALIBRATION

This is to certify that the calibration of INTOXILYZER®
serial numberétf-ﬂ@ﬁ_ﬂf was tested and found to be in compliance
with the National Highway Traffic Safety Administration Standard
for Devices to Measure Breath Alcohol
(3.8 ER., No. 212 30459-30463 Nov. 5, 1973.)

Date ﬂl’-‘}r 2—7,; 2005 signedﬂm o 58 A_,:ﬂL

Technician

Fi==mu]
A \PPLIED | —LECTRONICS |

Factory Authorized Service Facility For CMIMPH Products




